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Ultrasound imaging allows the evaluation of the degree of emergency of a patient. However, in many situations no experienced
sonographer is available to perform such echography. To cope with this issue, the OTELO project ‘‘mObile Tele-Echography using an
ultra-Light rObot’’ (OTELO) aims to develop a fully integrated end-to-end mobile tele-echography system using an ultralight, remotely
controlled six degree-of-freedom (DOF) robot. In this context, this paper deals with the user interface environment of the OTELO
system, composed by the following parts: an ultrasound video transmission system providing real-time images of the scanned area at each
moment, an audio/video conference to communicate with the paramedical assistant and the patient, and ﬁnally a virtual reality
environment, providing visual and haptic feedback to the expert, while capturing the expert’s hand movements with a one-DOF hand
free input device.
r 2006 Elsevier B.V. All rights reserved.
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Mobile interconnectivity and telemedicine are important
issues for achieving effectiveness in health care, since
medical information can be transmitted faster and physi-
cians can make diagnoses and treatment decisions faster
[1,2]. Moreover, there is the need to perform quick and
reliable diagnosis to evaluate the gravity of the pathology
in presence of clinical symptoms. Many pathological
situations (abnormal heart rate, pericardia collection,
mitral prolaps, cholecystis, renal lithiasis, normal and
ectopic pregnancies, ovarian cyst, acute appendicitis,
phlebitisy) may occur at any time. Ultrasound echogra-
phy and Doppler are noninvasive methods easy to use and
very well adapted for routine examination such as for
hospital. In this context, the ‘‘mObile Tele-Echography
using an ultra-Light rObot’’ (OTELO) system proposes a
fully integrated end-to-end mobile tele-echography systeme front matter r 2006 Elsevier B.V. All rights reserved.
ma.2006.08.062
ing author.
ess: gatrian@iti.gr (G.A. Triantafyllidis).for population groups that are either temporarily or
permanently not served locally by medical experts.
An important issue is that the current common ultra-
sound examination techniques require on-site specialized
operators, who are not always available in many health
centers. For this reason, OTELO is designed to enable a
remote examination by means of a portable ultrasound
probe holder robotic system, in conjunction with new
mobile communications technologies. The system repro-
duces the expert’s hand movements during the ultrasound
examination, while transmitting in real-time ultrasound
images to the expert site, where force feedback control is
combined with virtual reality for the rendering of the
distant environment. Hence, just a paramedical assistant is
required on the patient site.
In this paper, the proposed user interface for the OTELO
system is presented. Section 2 brieﬂy describes the OTELO
system and its components, while in Sections 3 and 4 the
virtual reality environment and the graphical user interface
design and implementation are elaborated and discussed.
Special care must be taken when designing the user
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this aim, all the ﬁnal design decisions have been validated
by medical experts and motivated by the clinical tests that
have been carried out.
2. Overall description of the system
The main drawback of the ultrasound technique is that
the quality of the examination highly depends on the
operator’s skills. The technique is operator-dependant: a
few degrees modiﬁcation of the ultrasound probe orienta-
tion on the patient’s skin could lead to miss or loose the
investigated organ.
In response to users speciﬁcations, the chosen kinematics
structure, proposed by the OTELO system, is a light weight
and portable six degree-of-freedom (DOF) mechanical
system [3] that enables the manipulation of the ultrasound
probe without displacement of the contact point on the
skin.
Three main parts can be identiﬁed for the OTELO tele-
echography chain: (a) The expert station where the
ultrasound expert receives, with a user-friendly interface
and in almost real-time, ultrasound images of the patient’s
organ. The expert based on these images can modify the
orientation of the remote real ultrasound probe by
changing the position of the input device. (b) The patient
station is equipped with the six-DOF robotic probe holder
system and an ultrasound device. It receives the positioning
data from the input device localization sensor, and
reproduces the expert’s hand movements. (c) Two kinds
of communication links between the two stations are
supported: (i) terrestrial when ISDN infrastructure is
available, (ii) satellite (mobile or ﬁxed), when coverage is
possible, in order to reach isolated populations Moreover,
a videoconference link between the two stations offers a
closer medical and technical relationship between the
expert, the paramedic and the patient.
At the beginning of the tele-echography act, a pre-
positioning of the robotic system on the patient’s skin has
to be performed by the paramedical assistant. This
positioning is very important since it conditions the overall
diagnosis. During the tele-echography, the paramedic
maintains the robot on the patient’s skin. Therefore, for
the tele-echography act, which involves an ultrasound
specialist and a paramedical assistant dealing with complex
mechatronic tele-operated structures, a user-friendly inter-
face must be provided. This will help the paramedic to
correctly position the robot, and the expert to better
control the robot and to follow its positioning. The
paramedic assistant, who continuously maintains the robot
during the tele-examination, may be asked to move it on
the patient’s body according to the expert information.
3. Virtual reality environment
In order to increase the sensation of tele-presence, a
virtual reality environment has been developed. Thisenvironment renders the patient body, the ultrasound
probe and optionally the robot, allowing the expert to get a
better insight of where the ultrasound probe is placed (with
no use of a special stereoscopic display). The patient model
is selected to ﬁt the patient’s body characteristics, prior to
the examination at the patient station among a 3D mesh
library.
Regarding the input device for the expert hand move-
ments, two options are available: one of the options is to
use a PHANToMTM device, which is able to provide force
feedback and hence enables the expert to feel the pressure
exerted on the patient skin. The other option is the
utilization of a patented, one-DOF hand-free device [4], an
input device that has been specially developed for the
OTELO system and that provides information about the
expert movements [5]. Hence, using the proposed virtual
environment the expert can perform a remote examination
as he/she is virtually next to the patient.
Note that the above can be achieved, provided that an
accurate knowledge of the actual robot position and
orientation onto the patient skin is available. To cope with
this issue, the chosen approach allows the expert to select
the best 3D model for the patient’s body from an available
3D model library and then determine the desired position
and orientation of the robot onto the patient body using
the virtual reality environment. This information is sent to
the patient station, where it is rendered. Therefore, the
paramedical assistant has a good understanding of the
desired positioning of the robot. Besides, the expert is
provided with the patient ambient video to conﬁrm it. Once
the robot is correctly placed, the expert gains control of the
robot and starts the examination using either the PHAN-
ToMTM device or the one-DOF hand-free device.3.1. Selecting the robot positioning
Deﬁning a point in 3D coordinates is usually a difﬁcult
task for inexperienced users, especially if no specialized
input devices are available. However, when selecting a
positioning for the robot, two restrictions are held: Firstly,
that the robot must be in contact with the patient skin, and
hence the position is restricted to the surface representing
the patient. Secondly, the orientation of the robot vertical
axis should be perpendicular to the patient skin at the
contact position of the robot. According to these restric-
tions, a user-friendly interface for determining the target
robot positioning has been designed.
To select the position of the robot, the expert clicks on
the image displaying the patient model. The 3D target
robot position is, therefore, obtained by intersecting the
corresponding projective ray (deﬁned as the line from the
clicked position on the rendered image to the camera eye)
with the patient model. Then, the orientation of the vertical
axis of the robot is set to the normal of the patient model
surface at the intersecting point. Both the robot and the
patient can then be rendered to the expert, and eventually
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Fig. 1. Displayed window at the expert station during robot positioning.
Fig. 2. Displayed window at the expert station during robot control.
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rotating the robot among the vertical axis using the mouse.
3.2. Robot control
As mentioned above, the position and orientation of the
probe is sent to the patient station, where it is reproduced
by the robot. However, tele-robotic applications where the
distance between the master and slave stations is large
(such as in the OTELO tele-echography case) are operating
with large communication delays. Actually, in the tests
carried out with the ﬁrst OTELO prototype, one of the
main complaints of the medical experts was the problems
introduced by the delay between the movement of the input
device and the actual movement of the robot at the Patient
Station. These problems were alleviated by the experts by
moving the one-DOF hand-free device slowly, allowing the
robot to follow the target position. However, the expert
had no feedback about the actual probe movement.
Two possible solutions have been proposed to provide
the expert with such feedback: a visual-feedback and a
force-feedback approach. In both the cases, the current
position and orientation of the ultrasound probe is sent to
the Expert Station. In the visual-feedback approach, the
target position of the ultrasound probe is rendered as a red
wireframe, and the real one as a solid, realistic model. This
helps the expert to understand whether the input device is
being moved too fast, and where the probe really is at each
moment. On the other side, the force-feedback consists of a
new added force effect to the haptic environment that
attracts the virtual probe to the current position of the
ultrasound probe. Thus, whenever the expert moves the
probe too fast, he/she will experience a resistance against
the movement. This approach could only be used with the
PHANToM device. Both techniques can be combined to
assist the expert.
4. Graphical user interface
After being ready for the remote examination, the doctor
can switch between the robot positioning and robot
control.
4.1. Robot positioning
Fig. 1 illustrates the window displayed during the robot
positioning procedure.
A virtual environment enables the expert to select the
desired position and orientation of the robot by a single
mouse click. It is worth noting that the paramedical
assistant monitors the target robot location while holding
the robot, and hence cannot interact with the virtual
environment to select a proper projection of the scene. For
this reason, the information relating the point of view at
the Expert Station is sent to the Patient Station, in order to
generate both renderings from the same point of view.
Additionally, a high quality (CIF size) ambient video istransmitted, allowing the expert to monitor the robot
positioning. When the robot is correctly positioned, the
expert can gain control of the robot by pressing on the
‘‘Robot Control’’ radio button.
4.2. Robot control
Fig. 2 presents the window proposed for robot control.
The input device tracks the position and orientation co-
ordinates of the expert’s hand movements, which are sent
to the patient station to be reproduced by the robot. The
virtual environment renders the patient body and the
ultrasound probe as described in Section 3.2. Besides, the
expert receives CIF size ultrasound images from the patient
station along with QCIF ambient video. Finally, whenever
the expert feels that he/she should have a still image of a
better quality, he/she can use the ‘‘Get Still Image’’ button,
which opens a window with the full quality image, allowing
to store it into a medical database.
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Prior to an echographic act, the physician interviews the
subject and needs to access eventually his/her medical ﬁles.
This information can be a common base for scientiﬁc
statistical analysis for medicine and pharmacology. The
underlying idea is, therefore, that medical and paramedical
personnel store and retrieve relevant medical data of the
patient with any institute joining the system. Moreover, it
also provides the availability for queries of a wider set of
medical cases, which can be very useful in determining
decisions about a new patient taking into account similar
cases.
Being aware of the advantages of such a database
facility, the OTELO system has been designed to include an
interface that allows the connection with the J-Hospital
medical database system [6], which provides a common
base of multimedia data relevant to any patient in any
institution connected to the network. When the physician
decides to store a full-quality image into the database, he/
she presses the ‘‘J-Hospital Interface’’ button. A new
interface is launched (see Fig. 3), showing the patient
medical data and the report written by the expert until the
moment.6. Conclusions
A new implementation for the OTELO tele-echography
system user interface is proposed. It allows the expert and
his remote paramedical assistant to efﬁciently set and
control the positioning of the robotic system prior to the
tele-echography act. Thanks to the video/audio conference
links, speciﬁcally developed for the system, the ultrasound
specialist is always in contact with the patient for his/her
comfort and well-being. The paramedic has full control of
the robotic system in case of emergency and can always,
thanks to the user interface, discuss the situation with the
distant expert. Although a study of the different speciﬁc
scenarios for the ultrasound image and robotic control
communication depending on the available bandwidth has
been already carried out (see Ref. [7] for more details), the
measures usually used to evaluate image quality cannot
provide enough information about the diagnostic usability
of the whole system. To do such an evaluation, clinical tests
involving medical expert sonographers and real patients is
a must. The next foreseen step is therefore to do an
extensive clinical test of the whole system for different
bandwidth scenarios and to evaluate the best conﬁguration
for each, as far as the minimum bandwidth requirements to
assure usability.Acknowledgments
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